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1. Abstract and key terms 24 
Background and objective 25 
Spinal degeneration and instability are commonly treated with interbody fusion cages either alone or 26 
supplemented with posterior instrumentation with the aim to immobilize the segment and restore intervertebral 27 
height. The purpose of this work is to establish a tool which may help to understand the effects of intervertebral 28 
cage design and placement on the biomechanical response of a patient-specific model to help reducing post-29 
surgical complications such as subsidence and segment instability. 30 
Methods 31 
A 3D lumbar functional spinal unit (FSU) finite element model was created and a parametric model of an 32 
interbody cage was designed and introduced in the FSU. A Drucker-Prager cap plasticity formulation was used 33 
to predict plastic strains and bone failure in the vertebrae. The effect of varying cage size, cross-sectional area, 34 
apparent stiffness and positioning was evaluated under 500N preload followed by 7.5Nm multidirectional 35 
rotation and the results were compared with the intact model. 36 
Results 37 
The most influential cage parameters on the FSU were size, curvature congruence with the endplates and cage 38 
placement. Segmental stiffness was higher when increasing the cross-sectional cage area in all loading directions 39 
and when the cage was anteriorly placed in all directions but extension. In general, the facet joint forces were 40 
reduced by increasing segmental stiffness. However, these forces were higher than in the intact model in most of 41 
the cases due to the displacement of the instantaneous centre of rotation. The highest plastic deformations took 42 
place at the caudal vertebra under flexion and increased for cages with greater stiffness. Thus, wider cages and a 43 
more anteriorly placement would increase the volume of failed bone and, therefore, the risk of subsidence. 44 
Conclusions 45 
Cage geometry plays a crucial role in the success of lumbar surgery. General considerations such as larger cages 46 
may be applied as a guideline, but parameters such as curvature or cage placement should be determined for each 47 
specific patient. This model provides a proof-of-concept of a tool for the preoperative evaluation of lumbar 48 
surgical outcomes. 49 
Key terms: Finite element model, stand-alone intervertebral cage, parametric model, subsidence, stability. 50 
51 
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2. Introduction 52 
Spinal degeneration and instability are commonly treated with interbody fusion cages either alone or 53 
supplemented with posterior instrumentation. The aim of this surgery is to stabilize the segment and restore 54 
intervertebral height. Lumbar cages are widely employed in combination with additional screw instrumentation 55 
to ensure segment immobilization and avoid the risk of non-union. However, although widely accepted as a 56 
successful treatment, this additional fixation, apart from being more invasive, has been reported to present some 57 
complications such as screw loosening or implant failure. Besides, some biomechanical studies have suggested 58 
that lumbar intervertebral disc (IVD) cages are sufficiently stable to be used as stand-alone devices [1], provided 59 
that they are introduced using a minimally invasive technique that ensures preservation of important stabilizing 60 
structures [2,3]. Large scale clinical studies have also demonstrated no differences in clinical outcomes between 61 
patients with stand-alone cages versus those with additional posterior fixation [4]. Although instability was 62 
initially defined as a loss of stiffness, and later as a reduction of the neutral zone [5], it is generally accepted that 63 
instability is associated with an abnormal load pattern which not necessarily would imply an increase in 64 
segmental movement as occurs during disc degeneration [6]. For that reason, and given that the fusion surgery 65 
aims to reduce the movement, throughout this paper the outcomes would be discuss in terms of segmental 66 
stiffness, directly related with the relative movement of the segment. 67 
The use of stand-alone cages has shown to be very controversial presenting several problems chief of which is 68 
the risk of subsidence of the device into the bone owing to the high contact pressures on the bony endplates. For 69 
this reason, this study was focused on the investigation of possible factors which may contribute to reduce this 70 
risk in cages placed as a stand-alone construct. Although subsidence in early postoperative stage may increase 71 
the contact area, avoid the peak pressures caused by irregularities and prevent the progression of subsidence,  72 
high-grade subsidence can lead to a reduction in the intervertebral space height [7]. Thus, the use of an 73 
appropriate constitutive material of the vertebral bone incorporating a plasticity formulation would lead to a 74 
better prediction of the risk of subsidence in a stand-alone fashion. Previous studies have used Von Mises 75 
equivalent stress as the criterion for bone yielding [8,9]. However, considering that bone should be treated as a 76 
brittle material, the Von Mises criteria would not be suitable [10].  In this study, we used the modified Drucker–77 
Prager Cap model, which takes the contribution of hydrostatic stress into consideration, as the yield criterion to 78 
model the inelastic behaviour at a continuum level. 79 
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On the other hand, cage characteristics such as shape, material and positioning are also expected to have a 80 
significant influence on surgery success. Previous studies have used finite element (FE) models to compare 81 
among commercial cages, but only some of them have discussed the influence of cage material [11] or shape 82 
[8,12] using parametric or optimization methods. In their study, Hsu et al.[12] used a genetic algorithm to find 83 
the cage shape with an optimal subsidence resistance. However, they assumed flat endplates instead of real 84 
geometry which may lead to a more uniform pressure distribution and an underestimation of subsidence risk. 85 
Later on, a study comparing a standard cage with a custom-fit one showed that patient-specific cage geometry 86 
could reduce the stress concentration on the endplates [8]. However, these studies provided a limited prediction 87 
of subsidence as they used elastic material models. 88 
In this study we aimed to prove a model which will serve as a tool for the preclinical evaluation of surgery 89 
outcomes that any interbody device or supplementary fixation may have in each specific patient. Particularly, in 90 
this work, the influence of different design parameters and positioning of a bean-shaped cage on segment 91 
stiffness and subsidence risk has been studied. The selection of a stand-alone device responds to the higher risk 92 
of subsidence reported for this technique but in no case it is aimed to show a comparison with additional 93 
instrumentation or to demonstrate a superiority of one technique over the other. To this end, we conducted a 94 
parametric FE analysis of a cage design of varying size, cross-sectional area and position, and evaluated it in a 95 
patient-specific functional spinal unit (FSU). The main contribution of this study is the evaluation of cage 96 
subsidence with an elasto-plastic material formulation with different behaviour for traction and compression for 97 
the bone. In addition, this formulation accounted not only for the stresses over the yield stress limit, but also 98 
considered the hardening of the material.  99 
  100 
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3. Materials and Methods 101 
A 3D FE model of a FSU was developed to evaluate the influence of cage design and positioning in the surgical 102 
outcome. Firstly, the intact segment was simulated and validated to set a control scenario. Then, the elements 103 
corresponding to the nucleus and inner annulus were removed to place a stand-alone cage. A total of 50 models 104 
were built (intact FSU + cage with neutral parameters + 8 variations of each parameter) as explained below. 105 
FSU finite element model 106 
A L4-L5 FSU was modelled including vertebral bodies, annulus fibrosus, nucleus pulposus, cartilaginous 107 
endplates, facet joints and the seven major ligaments.  This model will be referred in the following as intact 108 
model. The vertebral bodies were segmented from a computed tomography of an asymptomatic 46-year-old male 109 
subject [13] and divided into a 0.5mm thick cortical layer [14] meshed with one layer of hexahedral elements  110 
and the cancellous bone, meshed with tetrahedral elements of 2mm mean size due to the geometrical 111 
irregularities. Bone was characterized as a transversal isotropic material with a Druker Prager cap plasticity 112 
formulation (see Online resource 1). Soft tissues were modelled according to anatomical characteristics: the 113 
annulus fibrosus and the endplates were meshed with linear hexahedral elements with mean mesh size of 1.5mm. 114 
For the annulus fibrosus (AF) an anisotropic material with two families of fibres (±30º), using the Holzapfel 115 
strain energy function, was used [13]. While, the endplates were characterized as linear elastic material. The 116 
nucleus pulposus was meshed with hexahedral elements and characterized as a non-linear NeoHookean material. 117 
The spinal ligaments were modelled as uniaxial truss elements with strain-dependent behaviour under traction 118 
and without resistance to compression. Finally, the facet joints were modelled as 0.2mm thickness cartilage with 119 
a frictionless surface-to-surface contact combined with a penalty algorithm for normal contact (200 N/m 120 
stiffness, initial gap of 0.4mm) [15]. All mechanical properties are summarized in Table I. To obtain the ideal 121 
size of the FE mesh (shown in Figure 1), a process of mesh refinement was executed until verifying mesh 122 
convergence. The mesh refinement process was stopped when the difference between the results was 5% or 123 
lower. This analysis gave a global mesh size which is summarized in Table II. 124 
Cage design and parameterization 125 
The intact model described previously was modified to introduce the cage. Thus, the elements corresponding to 126 
the nucleus pulposus and inner annulus were removed to host the cage. After the insertion, the empty region left 127 
between the annulus and the cage was filled with tetrahedral elements simulating the granulation or 128 
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inflammatory tissue (its mechanical properties are shown in Table I). Furthermore, simulating a minimally 129 
invasive surgery, the ligaments were considered to remain intact.  130 
A parametric model of a bean-shaped cage was created using Python scripting in ABAQUS 6.13 (SIMULIA, 131 
Providence, RI, USA) (Figure 1a). The cross-sectional area of the cage was varied by modifying the axes 132 
distance (length), radius (width) and thickness (Figure 1a) to investigate the influence of the apparent stiffness of 133 
the cage. On the other hand, the curvature of the cage ends, which will contact the top and bottom vertebral 134 
endplates, was varied from flat to high convexity to account for the effect of geometry congruence (Figure 1b). 135 
This parameter was defined as the difference in percentage between the central and lateral cage height. An 136 
additional transversal hole was included varying its height because, despite it is very common in commercial 137 
cages to promote bone growth around the implant, it modifies the cage stiffness (Figure 1b). Finally, the cage 138 
was placed at a central position and moved along the antero-posterior direction as shown in Figure 1c. The 139 
election of the parameters to be varied responds to the clinically reported influence of cross-sectional area and 140 
cage positioning on surgery outcome [7,16–18]. The neutral parameter values were set in accordance to the 141 
standard shape of commercial implants. Then, one parameter was varied at a time while maintaining neutral 142 
values for all other parameters. The upper and lower limits and the neutral values for each parameter are 143 
summarized in Figure 1a, 1b and 1c. Each parameter has been varied uniformly between minimum and 144 
maximum values with a total of 9 values per parameter. The cage was meshed with linear hexahedral elements 145 
after a sensitivity mesh analysis (0.7mm size) and made of PEEK (Table I). A surface-to-surface contact with a 146 
friction coefficient of 0.5 was assigned to the cage-endplate interface [18]. The penetration of the cage into the 147 
granulation tissue was avoided with a normal non-penetrating contact. 148 
 149 
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 150 
Fig 1 a) Design parameters to vary the cross-sectional area of the cage; b) Design parameters to vary the 151 
congruence of the ends in contact with the vertebrae (curvature), defined as the percentage of the difference 152 
between the central (HM) and the lateral (HL) height of the cage, and a transversal hole (7mm width) with a 153 
modifiable height; c) Cage placement on L5 vertebra, the cage was moved along the antero-posterior direction. 154 
Granular tissue was considered between the annulus fibrosus (AF) and the cage. The facet joint (FJ) cartilage of 155 
L5 is shown; d) FSU model including cortical and cancellous bone, endplates (EP), annulus fibrosus (AF), 156 
ligaments [anterior longitudinal (ALL), intertransverse (ITL), posterior longitudinal (PLL), capsular (JC), flaval 157 
(FL), interspinous (ISL) and supraspinous (SSL)], facet joints (FJ) and interbody cage. All movements were 158 
constrained in the lower portion of L5 and the load was applied in the center of L4; e) Details of the mesh and 159 
contact definitions of the FE model. 160 
  161 
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 162 
Table I. Material properties of the FSU components. ε12 defines the strain point at which the bi-linear elastic 163 
stress-strain curve change its slope from E1 to E2. *(PEEK-OPTIMA®, InvibioTM Biomaterials Solutions) 164 
+Nucleus tissue only exists in the intact FSU model, while granular tissue is only present in the operated FSU. 165 
 Young modulus 
[MPa] 
Poisson 
coef. 
 Yield stress 
[MPa] 
Ultimate yield 
strain [%] 
Cortical bone 
[19,20] 
EXX = EYY 
=11300 
νXY = 0.0484 
Tension 155 
- 
 EZZ = 22000 νYZ = νXZ = 
0.203 
 GXY = 3800  Compression 173 
 GYZ = GXZ = 5400  
Cancellous  EXX = EYY =140 νXY = 0.045    
bone [19,21] EZZ = 200 νYZ = νXZ = 
0.315 
Tension 1.75 1.59 
 GXY = GYZ = GXZ 
= 48.3 
 Compression 1.92 1.45 
Endplates [19] E = 23 ν = 0.4    
Facet joints [15] E = 35 ν = 0.4    
Granular tissue 
[22]+ 
E =0.2 ν = 0.167    
Cage (PEEK)* E = 4100 ν = 0.36  100-115  
 C10 [MPa] D [MPa-1] K1[MPa] K2  
Annulus [23] 0.34 0.306 1.8 11  
Nucleus [24]+ 0.16 0.024 - -  
Ligaments [25,26] E1 [MPa] E2 [MPa] ε12 Number of 
elements 
Area 
[mm2] 
ALL 7.8 20.0 0.12 10 32.9 
PLL 1.0 2.0 0.11 9 5.2 
LF 1.5 1.9 0.062 6 84.2 
ITL 10.0 59.0 0.18 16 1.8 
SSL 3.0 5.0 0.2 4 25.2 
 
Stiffness  
[N/mm]  
ν 
Number of 
elements 
Area 
[mm2] 
JC 30.6 ± 1.5  0.4 14 43.8 
ISL 8.7 ± 6.5  0.4 11 35.1 
 166 
  167 
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Table II. Mesh details. The granular and cage parts had different number of elements depending on the cage 168 
shape and are not listed within the table. 169 
 170 
 171 
  172 
Boundary conditions 173 
Firstly, the intact FSU was validated using previous in-vitro and computational studies [27,28]. Thus, a 174 
compressive load of 100N followed by a 7.5Nm moment in different directions was introduced and the obtained 175 
range of motion (ROM) was compared with the results available in the literature. 176 
Afterwards, a physiological loading scenario was introduced.  A compressive follower preload of 500N [29] was 177 
applied between the vertebral centres without any derived rotation. Then, a ±7.5Nm [30] moment load in 178 
flexion-extension, lateral bending and axial rotation at the centre of L4 was applied while movement at the lower 179 
portion of L5 was restricted. These conditions were applied to the intact FSU, as well as to the FSU with each 180 
cage design. 181 
4. Results 182 
Intact FSU validation 183 
The ROM of the intact FSU was validated by comparison with in-vitro [27] and computational data [28] from 184 
literature. In Figure 2, the rotation of the intact FSU for every movement is compared with data in the literature, 185 
and a good result was achieved for every case. Notwithstanding the fact, that the variability obtained by Heuer 186 
and collaborators [27] is very high, our results also fall in the range of the computational analysis made by 187 
Zander and collaborators [28].  188 
  ELEMENT TYPE NUMBER OF NODES NUMBER OF 
ELEMENTS 
CORTICAL BONE Hexahedral 32474 16432 
CANCELLOUS BONE Tetrahedral 63148 331542 
ANNULUS FIBROSUS Hexahedral 5216 4032 
NUCLEUS PULPOSUS Hexahedral 2664 2128 
ENDPLATES Hexahedral 5574 3520 
FACET JOINTS Squared membrane 921 817 
LIGAMENTS Truss 72 36 
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 189 
Fig 2. FSU ROM validation by comparison with previous in-vitro and computational models of L4-L5 segment. 190 
Segmental stiffness 191 
As it has been mentioned in the Introduction section, the segmental stiffness is directly related with the relative 192 
movement of the segment. For the same applied moment, an increase in the movement of the segment will imply 193 
a decrease in segmental stiffness. Thus, in this section, the ROM of the FSU for each cage design and position is 194 
compared with the rotation of the intact segment. In Figure 3, it can be seen that the parameters exerting the 195 
strongest effects were radius and antero-posterior position.  196 
In this work it was assumed that a decrease in segmental stiffness with respect to the intact model would be 197 
undesirable for two reasons. Firstly because the aim of the surgery is to promote fusion with the consequent 198 
immobilization. And secondly, because an excessive motion could induce problems in the neighbouring 199 
structures. The segmental stiffness was increased by increasing the radius, which means a wider cage, in all 200 
loading directions. A longer cage, increasing the axes distance, led to a stiffer segment in extension and lateral 201 
bending while a higher curvature led to the opposite outcome. In addition, in axial rotation a flat cage reduced 202 
the segmental stiffness more than a biconvex one. On the other hand, the antero-posterior positioning of the cage 203 
had a different impact depending on the load direction: an anteriorly placed cage increased the segmental 204 
stiffness in flexion, lateral bending and axial rotation but decreased it in extension. However, an extreme 205 
posterior placement also increased the rotation in extension. 206 
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 207 
Fig 3 Change of the final rotation of the FSU due to the variation of each parameter in flexion, extension, lateral 208 
bending (LB) and axial rotation (AR). The rotation of the intact segment under the same conditions is shown as 209 
reference. The shaded area denotes the ROM for which the segment would loss stiffness. 210 
Facet joint forces 211 
In flexion, the facet joints remained unloaded for the intact model. However, the presence of a cage led to the 212 
appearance of facet forces, which were not significant in comparison with those depicted in Figure 4 for 213 
extension, lateral bending, and axial rotation. As mentioned before, short cages and high curvatures caused an 214 
increase of the segment movement increasing the facet forces more than 20% in extension and lateral bending, 215 
and more than 30% in axial rotation. On the contrary, a drastic reduction of the facet forces was obtained when 216 
the cage was posteriorly placed because most of the load was transmitted through the endplates instead of 217 
through the posterior elements. Although in general, a higher segment stiffness was accompanied by a facet 218 
force reduction, this force was in many cases higher than in the intact segment. This increment is related to the 219 
displacement of the instantaneous centre of rotation (ICR). 220 
 221 
 222 
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 223 
Fig 4 Change in the force supported by the most loaded facet joint due to the variation of each parameter under 224 
extension, lateral bending (LB) and axial rotation (AR) in percentage of the intact force. At the right of each 225 
graph, the scheme of L5 has been depicted with the direction and value of the facet joint forces in the intact FSU. 226 
The instantaneous center of rotation has been plotted for the intact case, and the maximum and minimum values 227 
of the parameters which affect the most the facet joint forces (axes distance, curvature and AP position). 228 
 229 
Risk of cage subsidence 230 
After a careful analysis of the results, it was observed that the maximum contact pressures appeared for flexion 231 
and lateral bending movements at the bottom endplate. Due to the irregularities of the endplate geometry, these 232 
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peak pressures took place on small areas and did not follow a uniform trend with the variations of the 233 
parameters. Therefore, the nominal contact pressures were analyzed. Once again, flexion and lateral bending 234 
transmitted the highest forces through the endplates and: radius, curvature and anteroposterior positioning, 235 
exerted the greatest influence. Regarding the bone integrity, it was observed that these parameters also had the 236 
greatest influence in the appearance of inelastic strains. Furthermore, caudal vertebra presented a higher volume 237 
of failed bone. Here the most significant results are shown; more details can be found in the Online resource 2. 238 
Figure 5 depicts the change in bone volume that had undergone inelastic strains with the most influential cage 239 
parameters. In flexion, it was observed that a cage with a curvature higher than 12.5% or a radius higher than 240 
4.25mm caused bone failure preceding cage subsidence. In turn, an anteriorly placed cage also led to bone 241 
failure.   242 
On the other hand, in extension, the yield zone moved backward to the vertebral arch and the facet joints, where 243 
the inelastic strains in the arch were primarily caused by tensile stresses due to the contact between the facet 244 
joints. Furthermore, plastic strains on the endplates were obtained with a posterior positioning of the cage.  245 
 246 
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 247 
Fig 5 Change in the bone volume that undergone plastic strains due to the variation of radius, curvature and AP 248 
position. 𝜀𝑝
𝑐  and 𝜀𝑝
𝑡  are the plastic strains in compression and tension respectively (see Table I). The volume of 249 
failed bone has been represented as a shaded area. At the right of each graph, the distribution of plastic strain is 250 
shown in L5 for the case marked by the arrow. 251 
 252 
 253 
 254 
  255 
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5. Discussion 256 
In this work, the effect of varying interbody cage design and placement on segmental stiffness and risk of 257 
subsidence has been studied using FE models with a post-yield characterization of the vertebral bone. Because 258 
the main goal of this work was to provide a useful tool for preoperative evaluation: range of motion, facet forces 259 
and bone integrity have been studied as key factors to achieve a successful fusion surgery.  260 
Historically, supplementary fixation has proved to provide greater stability, however, recent clinical studies have 261 
shown successful fusion using stand-alone cages [2,4]. In this study, a stand-alone cage was tested using a 262 
patient specific geometry and the segmental stiffness based on the ROM was compared with an intact segment. 263 
Thus, higher segmental stiffness was predicted for wider and longer cages (high cross-sectional area) in 264 
agreement with in vitro and clinical findings [7,31]. Nonetheless, the maximum cage width would be ultimately 265 
determined by the risk of neural injury during the insertion. Cage placement has also demonstrated a high impact 266 
in segmental stiffness. As seen in clinical practice an anterior positioning of the cage makes for a stiffer construct 267 
[16]. In our study, all rotations were reduced when the cage was anteriorly placed except for extension 268 
movement. Similarly, previous studies reviewed elsewhere [32] have shown greater range of motion in 269 
extension. In these studies, the loss of stiffness may be caused by the removal of stabilizing structures such as 270 
ALL and facet joints while, here, these structures were preserved, simulating a minimally invasive surgery, and 271 
allowed to achieve a stiffer construct by varying the device design and placement. 272 
Besides, an alteration in the load transmission through the posterior elements was observed with the variation of 273 
the interbody cage design. Our results showed that, the higher the segmental stiffness achieved, the less the 274 
forces at the facet joints, except for position variation. However, facet forces were higher than the intact ones for 275 
most of the analysed cases, which seems to be inconsistent with the idea of load sharing between posterior 276 
elements and a stiff interbody spacer. This inconsistency may be explained by the displacement of the ICR. In 277 
axial rotation, where the highest load increment was reported, the ICR moved towards the centre of the disc, 278 
changing the motion pathway of the upper vertebra and, therefore the contact through the facet joints. In fact, 279 
when the cage was posteriorly placed the facet forces significantly decreased in all movements because the load 280 
was mainly transmitted through the implant. 281 
Finally, cage subsidence risk has been predicted based on contact pressures [11], Von Misses stresses [8] and 282 
total reaction force [12]. However, none of these outcomes account for bone failure which is the actual cause of 283 
subsidence. In our study, the maximum pressures were similar to those obtained previously [11], but a constant 284 
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trend was not found with the variation of the cage design parameters. The irregularities of the endplates naturally 285 
result in small contact areas with high loads, which may explain why the pressures did not show any trend when 286 
varying the design. Thus, they hindered the discussion of which parameters will enhance subsidence resistance. 287 
However, these pressures provoke stresses in the underlying bone which may cause inelastic strains. 288 
To account for this inelastic behaviour, other authors used Von Mises equivalent stress as the criterion for bone 289 
yielding. However, considering that the tensile strength of bone is smaller than its compressive strength, bone 290 
should be treated as a brittle material and the Von Mises criteria would not be suitable [10]. Furthermore, 291 
compressing collapse of crushable bone cells allowed for a gradual decrease of the stresses and a local hardening 292 
of the tissue. This behaviour was studied by Kelly et al. [33] who proved that a crushable foam plasticity 293 
formulation with pressure dependent yield behaviour provided the best approximation to the stress-strain curve 294 
of the bone at a continuum level when compared with their results for a micro-FE model. Other studies [10,34] 295 
have also shown that the Druker-Prager formulation is able to predict the post-yield behaviour of the bone that 296 
can be improved by the definition of the hardening. In our model, the implementation of a modified Drucker-297 
Prager Cap plasticity material behaviour allowed to predict bone failure and, therefore, cage subsidence. 298 
Contrary to other studies which found more inelastic strains in extension or lateral bending, in our model plastic 299 
strains were more prone to occur in the anterior part of the caudal vertebra during flexion. This difference may 300 
be related to the use of posterior fixation by Jalil et al. [35] which restricted the flexion motion decreasing the 301 
compressive force on the anterior part of the endplates. Regarding the cage parameters, the inelastic strains 302 
increased for cages with: high radius, high curvature and an anterior position. Thus, a wider cage reduced the 303 
range of motion at the same time that increased the risk of subsidence, and the same occurred with an anteriorly 304 
placed cage. So an equilibrium between segment stiffness and subsidence should be reached to determine the 305 
best cage design. In agreement with our results, previous FE studies showed that a higher cage stiffness would 306 
increase the risk of subsidence [11]. However, in contrast to our results, clinical studies have shown that a wider 307 
cage increases the subsidence resistance [7,36] because they lay in the peripheral region where the structural 308 
properties of the lumbosacral endplates are superior [37]. This disagreement is due to the fact that in this study 309 
uniform properties have been considered for the bony structures due to the lack of material data. Lastly, in 310 
extension, the yield zone moved backward to the vertebral arch and is mainly caused by tensile stresses. Here a 311 
constant cortical thickness was considered for the entire vertebra, however, the arch has actually a thicker 312 
cortical layer and, therefore, the stiffness of this part is higher and the inelastic strains would decrease. 313 
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It is noticeable that each cage design or positioning parameter was varied independently to determine those with 314 
a higher influence on the surgical outcome, rather than to find and optimal design. To look for the optimal cage, 315 
the interrelations would have to be taken into account and an optimization function would have to be defined 316 
considering the compromise between segmental stiffness and bone integrity. 317 
This study has a number of limitations. Firstly, we used a high friction coefficient at the cage-endplate interface, 318 
assuming that the surfaces of the cages are prepared with a serrated geometry or roughness to avoid slippage of 319 
the device [38]. Nevertheless, this parameter would be more important for the risk of cage migration than for 320 
cage subsidence which is the goal of this work. Secondly, when modelling the mechanical behaviour of the 321 
cartilaginous endplates linear elasticity and constant thickness were assumed. Modelling using a hyperelastic 322 
material and irregular thickness would allow for a more accurate analysis of endplate behaviour. Regarding the 323 
facet joints, the properties were taken in accordance with other previous studies, however, slight changes in the 324 
gap distance, the degree of curvature or the facet orientation can lead to different results. In our study, the results 325 
have been normalized with the intact data for comparison. In the model, the cage insertion canal was not 326 
explicitly modelled. Given that the simulated surgery corresponded to a transforaminal lumbar interbody fusion 327 
(TLIF) approach an anterolateral annular defect should have being included for a more actual prediction. 328 
However, although it is expected to cause some asymmetry in the results, the largest part of the load was 329 
transmitted through the cage and the posterior elements so it was assumed that the difference would not be 330 
significant. Furthermore, the distraction of the segment due to the cage press-fit was not included. If the cage 331 
height would be higher than the initial disc height, all the surrounding structures such as ligaments, muscles and 332 
annular fibres would present a pre-strain which would increase the load in the cage and, therefore, the contact 333 
pressures on the endplates. Nevertheless, considering that this pre-strain would affect all the cases, the predicted 334 
trends with varying parameters is expected to be unaltered. For a more deep understanding of the effect of 335 
segment distraction, a further parametric study should be performed varying cage height, and also considering 336 
that the segment would adapt to the cage differently in each position depending on the specific geometry, so that 337 
the pre-strain state of each structure would change from one to another. Furthermore, subsidence is directly 338 
related to bone quality which must be cautiously evaluated preoperatively. In this model, the material properties 339 
chosen for bone modelling corresponded with the lowest ones found in the literature [21] to create the worst 340 
possible scenario. Moreover, they were considered uniform along the bony endplates. A characterization of the 341 
local thickness and bone mineral density of the cortical and cancellous bone, derived from CT images via 342 
Hounsfield unit translation into bone mineral density, would improve the subsidence prediction. Besides, as was 343 
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shown in other studies [39] the vertebral endplate morphology follows the bone remodelling principles. When an 344 
implant is placed, the load sharing among the different regions of the endplate modified the mechanical 345 
environment of the bone forming cells initiating a remodelling process which may lead to a new situation. In 346 
further studies, the adaptive bone response to mechanical alterations should be studied in combination with its 347 
inelastic behaviour. Finally, a quasistatic load was applied to cross compare among implants while the 348 
physiologic environment of the lumbar segment would be better reproduced by a cyclic loading. It is expected 349 
that the elements which underwent inelastic strains accumulate damage over time driving to the progressive 350 
sinking of the implant into the vertebral body. Nevertheless, this study aims for the comparison between cage 351 
designs, so it is expected that the higher the inelastic strains in the static case, the higher the accumulated damage 352 
during time. 353 
This model goes a step forward in subsidence prediction with the possibility to discern if the bone will fail under 354 
the cage pressure or not. It was seen that cage design and placement played an important role in the 355 
biomechanical behaviour of the FSU after lumbar surgery. A compromise between segment stiffness and bone 356 
integrity should be reached by modifying the cross-sectional area, geometrical congruence and position of the 357 
cage for each specific patient and each particular instrumentation. For that purpose, the model presented above 358 
may be a useful tool for the preoperative evaluation of patient-specific surgery outcome. Having medical images 359 
from the patient, it would be possible to segment the specific geometry and translate the Hounsfield units into 360 
bone density information, allowing to test different instrumentations for this specific patient following the same 361 
rationale. However, there are still aspects that should be included in order to construct accurate patient specific 362 
models. For instance, the estimation of real muscle forces using optimization principles based on the range of 363 
motion of that specific patient. Future researches could approach these issues. 364 
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